New Noninvasive Diagnosis of Myocardial Ischemia of the Left Circumflex Coronary Artery Using Coronary Flow Reserve Measurement by Transthoracic Doppler Echocardiography: Comparison With Thallium-201 Single Photon Emission Computed Tomography

Kohei FUJIMOTO, MD
Hiroyuki WATANABE, MD, FJCC
Takeshi HOZUMI, MD, FJCC
Ryo OTSUKA, MD
Kumiko HIRATA, MD
Hiroyuki YAMAGISHI, MD
Minoru YOSHIYAMA, MD, FJCC

Abstract

Objectives. The usefulness of coronary flow reserve measurement in the left circumflex coronary artery by transthoracic Doppler echocardiography to detect myocardial ischemia was compared with exercise thallium-201 single photon emission computed tomography (SPECT).

Methods. Transthoracic Doppler echocardiography was performed in 110 patients with suspected coronary artery disease. Color Doppler signals of the left circumflex coronary artery flow in the apical four-chamber view were identified, and the velocities at rest and during hyperemia recorded for calculation of coronary flow reserve by the pulsed Doppler method. All patients underwent SPECT within 1 week of the transthoracic Doppler echocardiographic study.

Results. Coronary flow reserve in the left circumflex coronary artery was measured in 72% of 110 patients. SPECT revealed reversible perfusion defect in the left circumflex coronary artery territories in 12 of 69 patients excluding those with multivessel disease. Coronary flow reserve < 2.0 had a sensitivity of 92% and specificity of 96% for reversible perfusion defect detected by SPECT.

Conclusions. Noninvasive coronary flow reserve measurement in the left circumflex coronary artery by transthoracic Doppler echocardiography can estimate myocardial ischemia in the left ventricular lateral regions.

Key Words
- Doppler ultrasound (coronary flow velocity, coronary flow reserve)
- Coronary artery disease
- Echocardiography, transthoracic
- Blood flow
INTRODUCTION

Noninvasive diagnosis of ischemic heart disease at relatively low cost has recently become an important clinical issue. Stress echocardiography is widely used, but the limitation of this method is the low sensitivity for the individual coronary arteries; the sensitivity for detecting coronary artery disease in the left circumflex coronary artery (LCX) is low compared with the other coronary arteries. More sensitive information on coronary flow abnormality could be important for the noninvasive diagnosis of coronary artery disease.

Coronary flow reserve (CFR) is an important physiological index which reflects the severity of coronary narrowing. CFR measurement previously required invasive, semi-invasive or radioactive exposure methods, subsequent clinical experience and improvements in transthoracic Doppler echocardiography (TTDE) have allowed noninvasive examination as the choice for ischemic heart disease. However, the potential for identifying ischemia of the LCX has never been investigated.

The present study evaluated the usefulness of CFR measurement in the LCX by TTDE compared with exercise thallium-201 (201Tl) single photon emission computed tomography (SPECT).

SUBJECTS AND METHODS

Study population

This study included 110 consecutive patients (92 men, mean age 62 ± 10 years) with suspected ischemic heart disease who were scheduled for coronary angiography. Exclusion criteria were left ventricular wall motion abnormality, left ventricular hypertrophy, cardiomyopathy, previous cardiac surgery, atrial fibrillation, and significant valvular heart disease. All patients continued administration of anti-ischemic medication (nitrites, beta blockers, calcium antagonists and antiplatelet agents) aspirin 81 mg on the day of the echocardiographic study. We obtained informed consent from all participants to the study protocol, which was approved by the Committee for the Protection of Human Subjects in Research at Osaka City University Graduate School of Medicine.

Coronary flow reserve measurement by transthoracic Doppler echocardiography

We used a commercially available high-resolution ultrasound system (ACUSON Sequoia 512, Siemens Medical Solutions USA, Inc.) with a 3V2C probe (2-3 MHz, Doppler frequency 2.0 MHz). For color flow mapping, the velocity range was set at ± 12 to ± 30 cm/sec. The color gain was adjusted to provide optimal images. Doppler flow signals of the LCX were identified as linear color signals persisting during diastole on the base to mid portion of the left ventricular lateral region in the apical four-chamber view as far as possible. The mid to distal LCX in the left ventricular lateral region is most likely to be detected in the apical four-chamber view. Doppler spectral tracings of the flow velocities were recorded by fast Fourier transformation analysis with a sample volume positioned on the most clearly visualized color signals. Holding the transducer in the same position as far as possible, the flow velocities were recorded at rest and during hyperemia induced by intravenous infusion of adenosine triphosphate (0.14 mg/kg/min) for 2 min. Heart rate, blood pressure and electrocardiographic monitoring were continuous throughout the test. All velocity recordings were continuously recorded on half-inch S-VHS videotape and stopped frames were also stored digitally on magneto-optical disk (540 MB) for subsequent off-line analysis.

CFR was calculated as the ratio of hyperemic to basal mean diastolic flow velocities which were obtained off-line by contouring the spectral Doppler signals at baseline and at peak hyperemic state.
conditions using analysis software incorporated in the ultrasound system. Each measurement was averaged over three consecutive cardiac cycles. Each study was analyzed by two experienced operators who were unaware of the patient data. Normal CFR was defined as ≥ 2.0 on the basis of the results of previous studies which had evaluated flow velocities in the distal left anterior descending artery5,11).

**Echocardiographic contrast enhancement**

Echocardiographic contrast agent (Levovist, Schering) was administered to obtain spectral Doppler signals in the event of unsuccessful visualization or unclear recording of the flow spectrum. On the basis of a previous study12, the echocardiographic contrast agent was administered intravenously at 300 mg/ml by intravenous infusion of 7 ml at 1 ml/min, using an infusion pump. The infusion rate was adjusted in the range of 2.0 to 0.5 ml/min according to the quality and entity of the Doppler signal enhancement achieved.

**Exercise thallium-201 SPECT**

SPECT was performed within 1 week of the CFR studies. All patients performed symptom-limited exercise on a bicycle ergometer in the sitting position. Nitrates, beta blockers and calcium channel blockers were withheld on the morning of the test. Twelve-lead electrocardiography and blood pressure measurements were obtained at baseline and every minute during exercise. The initial work load was 50 W, which was increased by 25 W every 2 min until the end point was reached, marked by excessive fatigue, dyspnea, dizziness, angina, hypotension, diagnostic ST segment depression (> 1.5 mm horizontal or downsloping or > 2.0 mm upsloping) or significant arrhythmia. At peak exercise, a dose of 111 MBq of 201Tl was injected intravenously. The initial images were obtained immediately after the termination of exercise, and delayed images were obtained 4 hr later.

SPECT was performed using a single-head gamma scintillation camera equipped with a low energy, all-purpose, parallel-hole collimator. Thirty-two equidistant projections were acquired over 180° from the right anterior oblique to left posterior oblique view at 25 sec/projection.

The lateral including posterior segments on the SPECT images were considered to be the LCX territories. The SPECT images were analyzed individ-ually by two experienced nuclear physicians who had no knowledge of the angiographic or echocardiographic data. Disagreements in interpretation were resolved by consensus of the two physicians. The patients were considered to have myocardial ischemia if 201Tl SPECT revealed perfusion defects with redistribution on delayed imaging.

**Coronary angiography**

Coronary angiography was performed in all patients by using standard techniques within 1 week of the CFR studies. Angiographic data were subsequently analyzed by an experienced investigator who had no knowledge of the patient data. The severity of coronary stenosis was visually determined and expressed as the percentage lumen diameter stenosis. Stenosis was considered significant if there was > 75% diameter stenosis in at least one projection. Electrical calipers were used when necessary.

**Doppler guide wire study**

In a subgroup of 14 randomly selected patients, coronary flow velocity measurements were obtained within 10 min after the administration of intracoronary nitroglycerin after routine diagnostic angiography simultaneously with Doppler recording of the coronary flow velocity in the LCX territories by TTDE. All patients received an additional 2,000 IU bolus of intravenous heparin. A 0.014-inch 0.36 mm Doppler-tipped angioplasty guide wire (FlowWire, Cardiometrics Inc.) was inserted into the distal LCX. After satisfactory baseline flow velocity signals were obtained, hyperemic flow velocity data were continuously acquired during continuous administration of adenosine triphosphate (0.14 mg/kg/min) intravenously. The mean CFR was calculated as the ratio of hyperemic to basal mean coronary flow velocities. All studies were recorded on 0.5-inch S-VHS videotape for subsequent off-line analysis.

**Statistical analysis**

On the basis of the 201Tl SPECT data for the LCX territories, the patients were classified into Group A (abnormal perfusion) and Group B (normal perfusion). Parametric data were presented as the mean value ± SD. Categorical variables were compared using the Fisher exact test. Echocardiographic and hemodynamic variables during adenosine infusion in Groups A and B were
evaluated by two-way repeated measures analysis of variance (ANOVA); testing for group effect, adenosine effect, and interaction. The Fisher protected least-significant difference test was used for post-hoc testing. Mean CFR values for Groups A and B were compared by the unpaired *t*-test. *p* < 0.05 was considered significant. The sensitivity, specificity, positive predictive value and negative predictive value of CFR were calculated in the conventional way, as a predictor of abnormal perfusion on the 201Tl SPECT image. Interobserver and intraobserver variabilities were assessed for CFR measurements in eight randomly selected patients. Interobserver variability was calculated as the SD of the differences between the measurements of two independent observers unaware of the patient data and expressed as a percentage of the average value. Intraobserver variability was calculated as the SD of the differences between the first and second determinations, 15 min apart, for a single observer and expressed as a percentage of the average value. Linear regression analysis was used to compare TTDE with the Doppler guide wire method for the assessment of CFR, and an analysis of the differences of the measurements between TTDE and Doppler guide wire was performed according to the technique of Bland and Altman.

**RESULTS**

Adequate spectral Doppler recordings of the LCX were obtained in 79 of 110 patients (72%). To test the accuracy of CFR measurement by TTDE compared with the results of SPECT in patients with single-vessel disease, we excluded 10 of the 79 patients with multivessel disease according to angiographic findings, because the sensitivity of SPECT for diagnosis of multivessel disease is low. Therefore, the remaining 69 patients comprised the study group. No significant difference in age or sex were found between Groups A and B (Table 1). The results of the two-way repeated measures ANOVA for group and adenosine effect are summarized in Table 2.

**Thallium-201 SPECT**

All patients in this study performed exercise tests until the end points were reached. Twelve of the 69 patients qualitatively exhibited abnormal perfusion in the LCX territories on 201Tl SPECT and were classified as Group A. The remainder of the patients (n = 57) had no abnormal perfusion in the LCX territories and were classified as Group B; normal perfusion (n = 27) in all regions or abnormal perfusion in the other regions (n = 30). The peak heart rate and rate-pressure product were similar in Groups A and B for all exercise tests.

**Hemodynamic data**

No patient developed serious adverse effects, such as angina, atrioventricular block, nausea, flushing or palpitations, during the administration of adenosine triphosphate. Two-way repeated measured ANOVA showed no significant differences or interaction in terms of heart rate, systolic blood pressure and diastolic blood pressure between Groups A and B during administration of adenosine (Tables 1 and 2).
Coronary angiography

Coronary angiography demonstrated significant coronary stenosis in the LCX in 11 patients of Group A and in four patients of Group B. There were discrepancies between coronary angiography findings, SPECT findings and CFR measurement by TTDE in one patient of Group A and in four patients of Group B. In the patient of Group A with CFR < 2.0, coronary angiography revealed no significant stenosis in the LCX, in which the left ventricular lateral segments were perfused by the right coronary artery with significant stenosis. In Group B, two patients had CFR < 2 that reflected coronary narrowing in a small branch of the posterolateral coronary artery, and two patients had CFR > 2 even with significant stenosis on coronary angiography.

Comparison with Doppler guide wire study

CFR obtained from TTDE was highly correlated with that from Doppler guide wire measurements ($r = 0.92$, $y = 1.19x - 0.29$, SEE $= 0.22$; Fig. 2). The mean difference between these methods was 0.10 ± 0.22 for CFR measurements.

Coronary flow reserve measured by transthoracic Doppler echocardiography versus thallium-201 SPECT

An increase in coronary flow velocity was observed in all patients within 1 min of the start of adenosine infusion. The contour of flow velocity remained stable throughout the infusion period and returned to the baseline rapidly after cessation of adenosine infusion. There was no significant difference between Groups A and B in coronary flow velocity measurements at baseline (Table 3). However, mean diastolic flow velocities increased significantly during hyperemia in Group B, as compared with those in Group A ($p < 0.01$; Fig. 3). Two-way ANOVA showed a significant group effect and interaction in mean diastolic flow velocities during hyperemia (Table 2). Thus, mean CFR measured by TTDE demonstrated significant differences between Groups A and B (mean CFR 1.6 vs 2.9, respectively; $p < 0.01$).

Only one patient in Group A had mean CFR $\geq 2.0$, whereas two patients in Group B had mean CFR $< 2.0$ (Fig. 4). Mean CFR $< 2.0$ predicted a reversible perfusion defect in the LCX territories, with sensitivity of 92%, specificity of 96%, positive predictive value of 85% and negative predictive value of 98%.

Observer variability

Interobserver and intraobserver variabilities for measurement of Doppler velocity recording were

---

**Table 3  Coronary flow velocity and reserve in Groups A and B**

<table>
<thead>
<tr>
<th></th>
<th>Group A</th>
<th>Group B</th>
<th>$p$ value</th>
</tr>
</thead>
<tbody>
<tr>
<td>MDV (cm/sec)</td>
<td>20.2</td>
<td>20.0</td>
<td>NS</td>
</tr>
<tr>
<td>Baseline</td>
<td>3.9</td>
<td>4.9</td>
<td></td>
</tr>
<tr>
<td>Hyperemia</td>
<td>32.6</td>
<td>56.0</td>
<td>$&lt; 0.01$</td>
</tr>
<tr>
<td>Mean</td>
<td>9.1</td>
<td>13.9</td>
<td></td>
</tr>
<tr>
<td>CFR</td>
<td>1.6</td>
<td>2.9</td>
<td>$&lt; 0.01$</td>
</tr>
<tr>
<td>Mean</td>
<td>0.5</td>
<td>0.6</td>
<td></td>
</tr>
</tbody>
</table>

Values are mean ± SD. Explanation of the groups and abbreviations as in Tables 1, 2, Fig. 2.
5.3% and 4.4%, respectively.

**DISCUSSION**

The accuracy of CFR measurement on the LCX by TTDE was compared to the results of $^{201}$Tl SPECT. CFR $< 2.0$ was found to be associated with perfusion abnormality in the LCX territories by $^{201}$Tl SPECT.

Coronary flow reserve measurement in the left circumflex coronary artery

CFR is an important diagnostic parameter for functional coronary artery stenosis$^{5,11,15-17}$. Previously, the measurement of this parameter needed the invasive Doppler guide wire or Doppler catheter$^{4,5}$, semi-invasive transesophageal echocardiography$^{6,9}$, or positron emission tomography$^{7,8}$. However, CFR measurement has now become non-invasive, because recent technological advances in TTDE can obtain this parameter noninvasively$^{9,18}$. In the left anterior descending artery territories, CFR measurement has been proven to provide data equivalent to the results of $^{201}$TI SPECT$^{10}$. However, the potential in detecting coronary artery disease in the LCX remained unclear. Thus, we investigated whether this technique is suitable for diagnosis of ischemia in the LCX. We found CFR measurement by TTDE in the LCX also provides data equivalent to the result of $^{201}$TI SPECT.

The success in detecting CFR in the LCX depends on the following factors. First, use of a low frequency transducer, not a high frequency trans-
ducer, in contrast to left anterior descending artery flow measurements. The color Doppler signals in the LCX are located in the far field in the apical four-chamber view, so it is often difficult to obtain good echocardiographic images using a high frequency transducer. Second, echo contrast agent was administered intravenously to enhance Doppler signals in patients with low signal to noise ratio. Without contrast agent, the feasibility of CFR measurement in the LCX will be reduced.

Utility of coronary flow reserve measurement by transthoracic Doppler echocardiography
Stress echocardiography evaluates myocardial ischemia by detecting wall motion abnormalities, and is used most frequently in the clinical setting as a noninvasive, simple and relatively low cost test for angina pectoris. Although this test achieved sufficient accuracy to detect myocardial ischemia in patients with multivessel disease, the accuracy for ischemia in each region is not sufficiently high; and the sensitivity for ischemia in the LCX territories is the lowest compared with other regions. Use of CFR measurement in the LCX by TTDE with contrast agent could overcome the limitation of stress echocardiography.

Limitations
First, the number of patients included in this study is small. Actually, there were only 12 patients with abnormal perfusion in the LCX territories. A larger number of patients should be included in future studies. Second, compared with the success rate of CFR measurement by TTDE in the left anterior descending artery, the feasibility of this technique was not sufficiently high even with contrast agent. In addition to the distance between signals and the echo probe, artifacts from the lung could affect coronary flow recordings on the LCX. More technical progress in TTDE is needed. Finally, two patients of Group B showed normal perfusion in the LCX territory on 201Tl SPECT, although coronary angiography demonstrated significant stenosis in the LCX. This may be one of the limitations of this study. Even with these limitations, the sensitivity and specificity in detection of myocardial ischemia in the left ventricular lateral regions is sufficiently high for use in daily clinical practice.

CONCLUSIONS
Noninvasive CFR measurement in the LCX by TTDE can estimate myocardial ischemia in the left ventricular lateral regions.
References


